[Biophysical basis of medical thermovision].
Characteristics of the thermal relief of the human body are reviewed. It is shown that the usage of thermovision in medical diagnostics requires the simultaneous and compatible consideration in the research process of three components: the contribution of the object itself, the influence of the medium through which the infrared radiation passes and the instrumental parameters of the infrared imager registering this radiation.